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PREACEC

Much of the work reported herein was done by the author while Director

of the Electromechanical Division of the Atlantic Research Corporation in

A* wria, Virginia. The developuent effort there vas sponsored by the

Ballistic Research Laboratories of the Aberdeen Proring Ground in a series

of contracts (i, 2, 3) extendin from January 1952, through February 1955.

A general siary (4) of all of the air blast gage development done during

that period has been conpiled from progress reports issued under the contracts

and reference is made to that Technical Review Report for details of saw of the

other work.

The present report is concerned for the main part with a detailed

description of the characteristics of one of the gage types developed during

this period. Its design is based on a streamlined, pencil-asped, housing

and on the use of a barium titanate cylinder as the sensitive element. The

basic electroacoustic system had been previously developed by the author in

connection with a sonar transducer application (5) and vas dapted to the air

blast problem.

It was felt necessary to set the scene, so to speak, for some of the

design considerations that have led to the general features of the Pencil

Gage by digressing into the separate fields of Aerodynamics And Electroacoustics.

It is hoped that those versed in these fields will be indulgent with a somewhat

limited presentation. Some of the more mature reflections on the problem of

air blast pressire measurement have resulted from a continuing interest In the

field since leaving Atlantic Research Corporation. This interest has had the

advantage of being unhampered from specific assignment but in turn ha nsuffered

from the press of other work. In retrospect and review, the author holds the

view that much of the work, past and present, in the domain of air blast

measurement and gage design is prejudiced by misinformation resulting from

a naive and superficial approach to the problem. Perhaps in some sall

measure the material Iwesented herein will contribute a step toward putting

air blast transient pressure measurement on a firmer foundation.

Numbers in parentheses refer to the references at the end of the report.



It is with considerable pleasure that I acknowledge the inny contributions

to these studi.es by my able colleagues of that period, F. P. Clay., Jr.,

H. Marrn, C. W. Ward: and G. C. Pierce. S. T. Marks, as Technical 84pervisor
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I. INMRO1X'TION

Measurements of transient pressures associated with blast or shock waves pro-
pagated in gaseous media impose stringent requirements on transducer designs that
are not usually encountered in most electroacoustic deviees. Reasonably accurate
reproduction of shock pressure transients requires a flat frequency response from
a fraction of a cycle per second to one hundred kilocycles per second, or higher.

Pressure-peaks encountered may be several hundr.ds of pounds per square inch.
Field testing conditions are rugged, and pyroelectric effects due to compressive
heating of the shock front must be avoided. Super-imposed on these difficulties
are aerodynamic effects of the interaction of the gage and its housing with the
oncoming shock wave which can greatly perturb the local pressure field.

Most of these difficulties can be overcome through proper application of

aerodybamic considerations to the transducer design problem. This report briefly
suarizes the conditions existing in the blast field as they apply to the
measurement problem; reviews their effects on earlier gage desLgns; demonstrates
how the use of streamlined gage housings can minimize perturbations of the local
pressure field; and shows how properly designed electroacoustic elements can yield
accurate reproductions of shock wave pressures.

The so-called pencil gage described in this report is based on the use of a
piezoelectric barium titanate cylindrical shell mounted in, but electricaLly and
mechanically isolated from, a pencil-shaped streamlined housing. A neoprene cover
banded both to the active face of the titanate and to the housing protects the
cylinder from its environment and minimizes pyroelectric effects of the blast
wave. The nose of the gage, in use, is pointed toward the blast. The shock wave

propagates normlly over the streamlined housing without appreciablq disturbance,
and the sensitive element measures the transverse pressure of the sh~ck wave.
The measured pressure corresponds very nearly to the free-field pressure of the

wave.

II. AERODXAMIC FACTORS IN GAE DESIGN

There are a number of aerodynamic considerations that enter into the design
of an air blast gage. The basic problem is one of designing a housing for the
sensitive element that does not unduly disturb the shock wave and presents to
the active surface of the sensitive element a pressure-time relation that is

substantially indentical with that of the free-field or undisturbed shock. The
problem becomes increasingly acute at the higher peak pressures.

9



A. Description of the Blast Field

The first disturbance in the air surrounding an exploding spherical charge is

due to thhe arrival of the detonation wave at the surface of the reacting ex-

plosive. The pressure, which is of the order of two millu pounds per square

inch (6) for TNT, begins to be relieved by an intense compression wave propagating

outward and by an outward flow of air. The dense mass of gaseous combustion pro-

ducts left upon completion of the detonation continues to expand outward and the

pressure falls off rapidly. For all practical purposes the pressure rise is din-

continuous and is followed by a roughly exponential decay with a duration from a

few milliseconds to several seconds, depending on the size of the charge.

Disturbances of this kind differ greatly from the essentially linear phe-

nomena of ordinary sound waves and are governed by noilinear differential equations

(7, 8). As a consequence, the usual laws of superposition, reflection and re-

fraction are no longer applicable. As it propagates outward, the initial discon-

tinuity (called a "shock front") resulting from the blast causes sudden and violent

changes in particle velocity, pressure, and temperature in the medium. A number

of qualitative differences between shock waves and acoustic waves (i.e., waves of

infinitesimal amplitude) are a consequence of the non-linear characteristics of

the former. In linear wave motion, initial discontinuities are preserved and

propagated with a definite "sonic" velocity which is a local property df the medtu.

In no"n vave motion, however, discontinuities may either be resolved or built

up to one or more shock fronts and are propagated at "supersonic" velocities rela-
tive to the medium ahead. The pressure level in spherical shock waves falls off

more rapidly than the inverse first power law predicted for small amplitudes but

eventually approaches this as the amplitude becomes small (See Figure 1). Excess

pressures of interfering sound waves are simply additive, but the interaction and

reflection of shock waves can lead to large increases in pressures. This last

phenomenon is of considerable consequence in the problem of shock wave measurement.

The important Rankine-Hugoniot equation (9) relates the peak presmfe of a

shock front and its velocity of propagation as follow:

where P. is the peak pressure above atmospheric pressure,

Po is the atmospheric pressure ahead of the shock,

*Eq. (1) is valid for peak pressures below 30 psi where air behaves like a
perfect gas.

10
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V is the velocity of shock-front propagation,

Co is the velocity of sound in air ahead of the shock, and

7 is 1.40 (ratio of specific heats for air).

This equation is the basis for the calibration of air bla.it gages, since an inde-

pendent measurement of the velocity of the shock front yields a value for the peak

pressure.

B. Interaction of the Shock Wave and Plane Rigid $urfaces

The measurement of the excess pressure of a shock wave entails fundamentally

two different phases. The first of these is the aerodynamic problem of devising

a means of applying a pressure-time function identical with the free-field values

to the active surface of the gage sensing element. The second phase is a matter

of electroacoustical transducer design to achl eve: an electrical output that is a

faithful replica of the applied pressure transient. We have a three-dimensinal

field problem in nonlinear gas dynamics and a one-dimensional linear problem in
electroacoustic transduction. Any disregard of the separate requirements of the

two scientific disciplines is certain to cause trouble.

The simple method of disposing the active surface of a plane circular trans-
ducer, to face an oncoming shock wave, is not a fruitful approach to the measure-

ment of the free-field pressure. If we consider the geometry of Figure 2-a,
assuming for simplicity that the gage is mounted in an infinite, rigid baffle, the

determination of the pressure across the face of the gage becomes a matter of con-

sidering the reflection of a shock at a rigid wall at normal incidence. The

sequence is clarified by diagraming events in the (x, t) plane as shown in Figure

2-b. Under the impact of the incident shock the undisturbed zone between the gage

surface and the oncoming shock shrinks to zero at time t - 0, the moment of impact.

Thereafter a reflected shock starts in the opposite direction, leaving behind a

growing zone of quiet. It can be shown (10) that the ratio of excess pressure of

the reflected to the incident shock is given by

;? i + )71 + ,+l ,(2)

P, 0i o+

where 7 is the ratio of specific heats of the medium,

Po is the pressure in the medium before the incident shock,

Pi is the peak excess pressure of the incident shock, and
Pr is the peak excess pressure of the reflected shock.

Figure 3 is a plot of Equation (2) for air (7 - 1.4). Clearly, the reflection of
a shock at normal incidence on the gage surface results in considerable in-

crease of pressure over that of the free-field shock pressure. The maxim=

12
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increase for strong shocks, Vhen air behaves like a perfect gas, is approximately

eiht times the free-field value. For weak shocks, the value approaches the sonic

reflection ratio of two. Nor is the situation improved for oblique incidence.

In this case the reflected shock strength depends in a complex way on the angle

of incidence and the strength of the incident shock (11). As the angle of

incident shock (11). As the angle of incidence increases, the reflected pressure

first decreases and then increases again, attaining the head-on value for an

Angle of *out 390 in air. Beyond this angle the pressure ratio, in cases of

wbak or moderate shocks, rises above the head-on value. For strong shocks,

on the other hand, oblique reflection never results in pressures as high as

those for normal incidence.

From the standpoint of shock pressure measurements this is a rather

discouraging picture. Fortunately, for the limiting angle of incidence of 90 ,

with the shock front traveling along the gage surface as shown in Figure 4-a,
the pressure on the surface is essentially equal to the free-field pressure

for all shock intensities. As a consequence, it is seen that any pressure

gage intended for free-field shock wave measurements must be designed to

measure the transverse pressure of the shock.

There is still another propagative phenomenon that effects a modification

of the pressure-time input to the gage. This is a consequence of the finite
size of the sensitive element and results in an averaging effect, as can be
seen from Figure 4-b. The effect is somewhat analogous to the diffraction

problem in steady-state sinusoidal fields. Arons and Cole (12) have made a
simple analysis for the response of a circular gage to a saw-tooth transient

pressure wave. They assume a linear function as a Meficient approximation

to the initial decay of a shock wave. For an incident wave of the forn

00 vwhen t 4.
P (x.,t) - (t - hen (3)

they obtain for the relative response of the gage:

Boundary layer effects probably cause some pressure variation in the
imediate neLghborhood of the gae surface. This is negligible in
most instances.

15
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In Eqations (3) and (4) the symbols have the following definitions:

P(xt) is the instantaneous pressure, a function of distance x and time t;

Po is the initial pressure;

o is the decay constant;

c is the prosgation velocity of the wave

S(t) is the relative response of the gage, a function of time t;

a is the radius of the gage; andIm orn1 -
0 is CoNa( ta

Equation (4), giving the response of a gage to a saw-tooth presmre pulse,

is plOtted in Figure 5 as a function of for various values of the ratio

It is evident that the averaging effect of transit time can introduce an appreciable

error*

Further insight into the problem could probably be obtained through

experimental shook-tube studies with use of a segmented transducer as shown

in Figure 4-c. Relative errors obtained by successively connecting addAtlonal
segments in parallel would be useful data. The recorded ge outputs could be

correlated with s taneous photograph of the shock propagating across the
gage surface. Frequency limitations in the transducer or associated electronic
circuitry can introduce a similar rounding-off of the peak pressure; so, in

studies of this type, care should be taken to design a system of high enough
frequency response that the observed error can definitely be ascribed to

trans. t time.

C. Ow Housing Designs

Although subject to sow variation, there are three basic types of housing

shapes that have been used for air blast gage designs with a view toward mesuring

the side-on pressure. Figure 6 is a photograph of the three types and Figure 7

is a sketch giving a cross-sectional view of each type. The first of these

has a pillbox shaped housing and uses a tourualine disc imbedded in an

17
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asphaltic compound. Units of this type were develope at the Ballistic Research

laboratories during the latter part of World War I (13) and most of the blast

measurements made during, and immediately following, that period used gages

of this type. With the realization that a more streamlined housing would

give better results (14, 15), gages of the "pancake" type were developed.

Both tourmaline and barium titanate sensitive elements have been used in
housings of this type. Finally, the so-called pencil gage was evolved (16)
giving a highly streamlined housing usable up to high peak pressures.

D. Shock Tube Studies of Gage Shapes

Some preliminary studies of the flow around gage housings have been

made in the 4-inch shock tube at the Ballistic Research laboratories.

Perturbations in the flow pattern that develop around a pillbox type housing

are demonstrated by the series of shadowgraphs shown in Figure 8. The photo-

graphs represent four separate runs at peak pressures of about 12.5 psi.

Double exposures of approximately 25 microseccnds separation irere taken at

successively later times in order to observe the shock at several positions

along the gage. In the first photograph the shock is seen in two sequential

positions as it approaches the end of the gage. The air to the right of the

shock is undisturbed, while that to the left of (or behind) the shock is

compressed and in motion tovard the right. During the (approximate) 25

mic;oseconds elapsed time between the two exposures the shock has advanced

towird the gage from position 1 to position 2 at an average velocity of

about 1470 feet per second. In the second photograph the sho6k is

propagating across the leading edge of the gage. Thus in position 3 the

shock front is located exactly at the leading edge of the gage, while

(approximately) 25 microseconds later it has moved about 0.3 inch over the

face of the gage. During this same time interval, a reflected shock has been

formed at the leading edge of the gage and has propagated to the left, up-

stream against the afterflow of the main shock. The average velocity of
the reflected shock is only 1032 feet per second as compared to 1472 feet

per second for the incident shock in this case. The remaining two photographs

show the shock as it propagates further along the gage, with the reflected wave

becoming more nearly the arc of & circle as it propagates upstream.

21
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I
Figure 9 is a plot of the average velocity of the incident and reflected

shocks as a function of position. At 12.5 psi peak pressures, at least, the

average propagation velocity of a plane incident shock does not appear to

change appreciably, less than 5 percent, as it encounters the BRL gage and

propagates across the surface. The velocity of the reflected wave, however,

decreases rapidly as it propagates upstream against the after-flow of the
incident shock. This is probably caused, for the most part, by a decrease in

shock intensity due to the spreading of the wave front.

Several other points of interest can be seen by closer examination of
the photographs. To begin with, in corroboration of the fact that the curved
trace is a reflected shock moving in a direction opposite to the incident

shock, a change of phase of the optical density of the trace is noted.

The dark line is on the downstream side of the incident shock and on the

upstream side of the reflected shock, as is to be expected of shocks traveling

in opposite directions in the same optical field. The lower density of the

reflected wave image also means a lower shock intensity.

Another phenomenon is the developnent of a definite curvature to the shock
front as it travels across the gage. The curvature is clearly evident in the
last picture of Figure 8. A qualitative explanation of this can be evolved

from the view that the mass of gas must be pushed aside as it flows across
the gage housing, resulting in a sidewise compression. The resulting increase

in pressure, greaest at the gage surface and decreasing outward, causes an

Increase in velocity, and the shock speeds up at the surface, thereby creating

a curved shock front. Because of the pillbox shape of the BRL gage, the flow

across the housing is actually three dimensional with much more curvature to

the shock front than is evident at first.

Two ±her features of interest can also be seen on this last photograph

of Figure 8. Ta-ediately in front of the leading edge of the gage another
weak shock can be seen. This is probably a detached shock formed by the
quasi-steady subsonic flow following the main shock front in the shock tube.

It is also interesting to note the rather fully developed turbulence at the

top and bottom leading edges of the gage caused by this same after-flow. Both

the curvature and the turbulence can also be seen in the preceding photograph.

A number of runs have also been made on a pancake type gage at 12.5 psi.

No indications of reflections or turbulence are noticeable in the shadowgraphs

of Figure 10. However, a definite curvature of the shock front develops as it
23
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travels over the gage. This effect can be seen in the-aecond and third pictures

of Figure 10.

A similar set of testswas made in the shock tube at 12.5 psi with a stream-

lined gage of the penail-type shown in Figure 6. No signs of reflections or

turbulence are seen in the shadougraphs of Figure U . The shock travels over the

gage with essentially no pertubation. Some curvature of the shock front

develops near the gage surface as the shock passes over the nose of the gage,

but this disappears by the time the shock reaches the position on the main

cylindrical housing shown in Figure U1-c. Figure 12 shows that the shock

velocity in the shock tube is not appreciably affected by passage over the gage.

The present shock tube studies have only been of a preliminary nature.

It seems clear that an extended program of shock tube studies on blast gages,

correlating shadowgraph, schlieren, or interferometer photographs with the

recorded gage output, would go a long way toward a basic understanding of the

air-blast transducer problem.

E. Field Investigation of the Effects of Gage HoUsing Shapes

Marks (17) has made field studies of errors in the observed peak pressure
of air blast gages as affected by their housing shape. Pillbox, pancake, and
pencil type gages were used with tourmaline discs as the sensitive element. One-

pound bare spherical Pentolite charges were fired at a series of predetermined

distances from the air blast gages to cover a peak pressure range of 10 to 80

psi. Both the charge and the gages were located in a free field high enough

above the ground to avoid reflection. The peak pressure of the gage being

tested was determined from the Pankine-Eugoniot equation, Eqution (1)p from

measurements of average velocity made with a pair of time-of-arrival gages

spanning each gage position. The outputs from the gages were displayed on

an oscilloscope and recorded by a 35= moving film camera. Although the

effects of gage and amplifier frequency response are not always clearly

separated from housing effects, Marks finds that large errors result from

perturbations of the flow by the housings. The relative response of the gages

as a function of peak pressure is shown in Figure 13. The pencil shaped housing

is clearly superior to either the pancake or pillbox types.
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(A)

FIGURE 10: SHOCK TRAVELING OVER PANCAKE
TYPE HOUSING. (B3RL PHOTOGRAPH)
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(A)()

(C) (D)

FIGURE If SHOCK TRAVELING OVER PENCIL
TYPE HOUSING. (SRI PHOTOGRAPH)
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Measurements of this kind are important and should be extended to

include shadowgraphs of the shock passing over the gage in the free field.
Future investigations should include a study of the effects of the shock

traveling across the gage at various angles. Comparisons should be made

with various housings, using sensitive elements of identical electroacoustic

characteristics, i.e., impedance, sensitivity, frequency response, etc. The

correlation of such investigations with shock-tube measurement would be of

considerable interest.

III. ELECTROACOUSTIC PROPERTIES OF BARnEd TITAUATE CYLfIDK

Having established the aerodynamic superiority of pencil shaped stream-

lined housings for air blast gages, attention is now directed to the problem

of incorporating a sensitive element into the housing for the purpose of

converting the transient shock pressure into a corresponding electrical signal.

Although a variety of transducer mechanisms have been used for blast measure-

ments, it can be stated that piezoelectric systems, adequately designed and

properly used, are superior for the purpose. Of the known piezoelectric

materials barium titanate in the form of a tube or cylinder lends itself

most readily for use in the pencil gage. The electroacoustical properties

of such elements will be reviewed with regard to their application to air

blast gages.

A. General Design Considerations

This phase of the problem resolves itself into a one-dimensional study

of the transient response of an electroacoustical element. Although the

problem is essenttilly a matter of the transient response of a system, the

technique of laplace transforms (18) allows the problem to be considered

from a steady state standpoint. The faithful reproduction of the discontinuous

rise and rapid decay of shock wave pressure carries with it the requirement of

sufficiently faithful response at high frequency so that the peak will not

be rounded off appreciably.

The low frequency requirements present a similar problem and become

Important when the impulse or integral under the pressure-time curve is desired.

Cole (19) has made an analysis of the case for the problesi of amplifier

circuits associated with blast measurements, and the problem of the transducer
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is the same. He obtains the following equations for the relative transient

response to an exponentially decaying pulse:

High frequency cut-off:

Low frequency cut-off: t

F e
R(t) = -E e] (6)

The symbols used above are defined as follows:

R(t) is the relative response, a function of time t;

P0  is the amplitude of the pulse;

e is the pulse decay constant;

T is the high-frequency time constant;

% is the low-frequency time constant; and

e is the base of natural logarithms.

These expressions plotted as a function of . are shown in Figures 14 and 15.

Note, from Figure 15 that an apparent negative pulse will be observed if the

low-frequency response is not adequate.

The problem from a tranducer standpoint becomes then a matter of

designing a unit that has a flat frequency response from frequency fit

determined by the requirements for low-frequency response, to frequency f2 '
determined by the requirements for high-frequency response. With piezo-

electric materials such as barium titanate, this bxecomes a matter of designiqg

the vibrating element so that it is "stiffness controlled," the lowest fundamental

mode of vibration being well above the highest frequency of interest. At the

other end of the frequency spectrum, the low-frequency cut-off is determined

essentially by the HC time constant of the transducer. This becomes a

combined problem of designing for as high a capacitance and as high a

leakage resistance as possible for the transducing element.. The low-

frequency cut-off is, of course, affected by the load resistance of the

associated amplifier in the recording circuit. The amplifier must ordinarily

be designed for a high input resistance.
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B. Review of Piezoelectric Constants (20)

From a phenomenological viewpoint, barium titanate can be treated as a

piezoelectric material although it is classed as a ferroelectric material.

In order to describe its behavior as a transducer, the external variables

of stress, strain, field, and charge must be considered together with the
intrinsic properties of the material, vtz., the elastic constants, dielectric
constants, density, and piezoelectric constants.

Of the constants, the density is independent of the shape of the piece

or mode of vibration. As a first approximation, barium titanate can be

considered as isotropic insofar as the elastic constants are concerned,

so that the ordinary Young's modulue, Poisson's ratio, rigidity modulus,

etc., can be used with no dependence on direction. The same consideration

applies to the dielectric constant. This is not the case, however, for the

piezoelectric constants. Their values depend on the relative direction between

the stress and the polarization. This can be clarified for simple bodies by

reference to Figure 16. For the bar, the length L is along the axis (1), and

width w along axis (2), and the thickness t along axis (3). The disc of

radius a is oriented in the plane of axis (1) and (2) with the thickness t

along axis (3). For the cylinder, cylindrical coordinates (r, e, Z) are

used, with length of the cylinder L along axis (1). For an infinitesimal

section of cylinder, the same orientation in cartesian coordinates can be

assumed as shown. All elements are assumed to have metallic electrodes on

the surfaces perpendicular to the (5)-axis and to have been polarized along

this axis. This applies to the cylinder since the (3)-axis is coincident

with the (r)-axis. If an AC voltage is applied to the electrodes modal

vibrations are excited as follows:

For the Bar:

(1) Expansion and contraction along axis (1), the bar length

mode, characterized by the indices (3,1) since the electric-

field is in the (3)-dlrection and the mechanical strain in the

(1)-direction;

(2) Expansion and contraction along the (3)-axis, the bar thickness

mode, characterized by the indices (3,3); and
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0. PIEZOELECTRIC BAR. It
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b.PIEZOELECTRIC DISC.
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C. PIEZOELECTRIC CYLINDER.

FIGURE 16 :SIMPLE PIEZOELECTRIC ELEMENTS.
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(3) Expansion and contraction along axis P- , direction assumed
; to have the same properties as axis (1) for barium titanates.

For a bar with I e.<1, motion along the (2)-axis is negligible.

For the Disc:

(1) Expansion and contraction in the direction of the radius, called

the disc radial mode, and characterized by the Indices (3,1); and

(2) Expansion and contraction along axis (3), the disc thickness mode,

and characterized by the indices (3,3).

For the Cylinder:

(1) Expansion and contraction along the (1)-axis, called the length

mode, and characterized by the indices (3,1);

(2) Expansion and contraction along the radius or (3)-axis, called

the thickness mode, and characterized by the indices (3,3); and

(3) Expansion and contraction along the c.rcumference or (2)-axis,

called the circumferential mode, and, since for barium titansmte

the properties of the (1) and (2) axis are assumed the same,

characterized by the indices (3,1).

The meaning of the piezoelectric constants, the so-called d- and

g-constants, can be illustrated with a simple exanple. If a pressure p is

applied to the disc in the direction of the (3)-axis, the charge density q

appearing on the electrode is given by:

q 'd,1  • p (7)

where d is the piezoelectric (charge) coefficient. Multiplying the fore-
33

going by the areaA of the electrodes gives A . q=d 3 3  p A or

Q - d33 * F (8)

where Q is the total charge and F is the total load. If, on the other hand,

we apply an electric field E in the sae direction the resulting st2Vin

s d E. (9)
- 33
and multiplying by the thickness t gives st - d E • t or

33
S-d •V (10)

33

36



where 8 is the total change in thickness and V is the applied voltage.

The voltage resulting from an applied force is obtained from Equation

(8) by noting that Q = C • V where C is the capacitance of the disc. Hence,

since C - - where e is the dielectric constant,

Qd - F d~V. = 4 "3 33 t; )

or dividing by t,

where the 3 E(12)

whee heg33 -6 Similarly

s = g33 q . (13)

The other piezoelectric constants d31 and g31 can be described in a like
manner except that the electrical and the mechanical effects are in different

planes.

Titanates are also sensitive to hydrostatic pressure and the so-called

volume-expander constants are related to the foregoing piezoelectric constants

as follows:

*dh - d 33 + 'd3l

= g33 + 2g 1 (i)

In addition, barium titanate also has shear piezoelectric constants
characterized by dl5 and g15 , but these are ordinarily of no interest in

the design of transducers for air blast measurements.

An important parameter of piezoelectric materials is the electro-mechanical

coupling coefficient, k (21). It is the best single figure-of-merit of a

transducer and is defined as the square root of the ratio of the electrical

energy output to the mechanical energy input. It can be shomn to be a function

of the piezoelectric coefficient and the particular stress function applicable
to a given Bimle shape and loading condition. It is also related to the

absolute efficiency and, hence, to self noise. For the simple thickness mode,

the coupling coefficient k is given by

k - d3 Z (15)



where Y is Youngl'i Modulus and e is the dielectric constant. For the bar

length mode and radial dsc Aode the corresponding equations are, respectively,

k d / (16)

k d 31 -1'(17)

where a is Poissots ration and the other symbols are definea above. The

V&lU* for a cylindrical barium titanate element is somewhat more complicated
and can be shown (22) to be of the form

b2 F 6  "b) 1 2 0.6128e

2 33( _.)  - gX lo 7)

b b2  a- ]2= e[ g 3 3 "A W ) - 9 3 1]l o g ( b / a ) ' 2 1
Here, the inside diameter of the cylinder is 2a, the outside diameter is 2b,

the length is 1, and the other symbols have been previously defined.

C. Swumary Properties of the Titanates

The properties of barium titanate ceramic materials have been treated

elsewhere (23, 24, 25, 26). For reference purposes, the piezoelectric

constant, and coupling coefficient are given below in Table I for barium

titanate with 5% calcium titanate added, and tourmaline. The barium titanate
with 5% calcium titanate was used in the air blast gages constructed during

this project (1,. 2, 3).

TABIZ I

Selected Properties of Certain Piezoelectric Materials

d 5Relative' coupling
Piezoelectric Coefficient Dielectric Coefficient

Material (Coulombs per Newton) Constant (percent)

Barium Titanate 190 x 107"  1700 50
Barium Titanate with 140 x 10" 2 1200 46
5% Calcium Titanate

Touraline 1. 9 x 10- 6.6 10

Many of the properties of the titanates are temperature dependent. This
dependence is illustrated in Figures 17 through 19 which show the variation of
the dielectric constant, the electromechanical coupling coefficient, and the

piezoelectric coefficient with temperature for a number of titanate compsitions.
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Since air blast measurements may have to be made at temperatures from some-

what below zero to +30°C or so, the effects of temperature on the electro-

acoustical characteristics of titanate are important.

The phenomenon of pyroelectricity is a complicated one and &rises from

changes in polarization charges with a change of temperature. The effect in

barium titanate can be particularly distressing since thermal effects due to

the compressive heating of the shock wave can result in large errors in the

measurement of pressure. With proper design, thermal Insulation can minimize

the pyroelectric effects without seriously affecting pressure response.

D. Elementary Theory of Cylindrical Transducer

For frequencies well below the lowest resonance, the sensitivities of

cylindrical barium titanate shells for various boundary conditions and

polarizations have been calculated by Langevin (27). In this range, the

response in "stiffness controlled" and the stresses determined from elastic

theory can be used, with the piezoelectric constants, to calculate the

sensitivity. Following langevin, and referring to Figure 20, it can be

shown that the stresses for uniform pressure P on the outside of the cylinder

are apb 2 P

-R - (19)
b -a J7
TO - (20)

T = 0, (21)

where T., Te, Tz are the components of stress in the radial, circumferential,

and axial directions, respectively. For an element of volume with edges dR,

RdO, and 4. the stresses T,, To, and Tz will produce electric fields 3 (radial),

E,(circumferential), and Ez(axial) as follows:

9 33 TB

E 8 = g 3 2 (22)

Ez = g831 T = 0
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The total voltage V developed between the inner and outer surfaces of

the cylinder will be simply

b

V -f [,,TR + g 1Tel d (23)

a

which gives, upon integration and rearrangement,

Y b g33 (.24-

where SV is the voltage sensitivity and p is written for the ratio a/b.

Since Q a V x C, the charge sensitivity Sq is simply

q P pl g~j] .(25)

If L is the length of the cylinder (assumed to be long), its capacitance

is given by C -2JCL so that the charge sensitivity becomes

s.iteL/b 1) - .(26)

Using the parameter I - t/d, the rat:o- of the wall thickness t to the outer

diameter d, EZation (26) can be reduced to the convenient form

Sxd l ) 3( - d](27)

Figure 21 shows the form of Equation (27), with neglect of the change

in sign which occurs at about I - 0.285, based on the following constants

for barium titanate with 5% of calcium titanate added:

d3 = 140 x 10 coulomb/meter //Newton/meter (28)

d3 1 = -56 x 10 "12 coulomb/meter2//Neyton/meter2 (29)

It is interesting to note that the sensitivity is extremely low in the

vicinity of q = 0.285. This is a result, of course, of the fact that the

parallel and transverse piezoelectric constants are of opposite signs. At

this ratio of thickness to diameter, the two terms in the bracket of

Equation (27) cancel each other.
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E. Equivalent Circuit Anysis

The equivalent circuit (28) formulation for electromechanical transducers

can also be used for the analysis of the barium titanate cylinders. In the

circuit shown in Figure 22-a, a force with exponential decay, corresponding

to the integrated presoure of the shock wave applied to the exterior surface

of the cylinder, is applied to the mechanical terminals of the equivalent

network through the characteristic impedance of the medium, assumed here to

be purely resistive. The circuit constants Lm, Cm, and R *are respectively

the mass, compliance, and loss of the mechanical system. In this case R

represents loseses due to the mounting as well as internal mechanical losses

in the titanate. The ideal transformer shown represents the electromechanical

coupling between the mechanical and electrical meshes. On the electrical side

of the transformer, C is the static or clamped capacitance of the cylinder,
e

Re represents the dielectric loss and RIis the shunt leakage resistance.

The voltage V is the output voltage developed across the load resistance RL.

Neglecting losses, and considering only the "open circuit" relation, the

circuit of Figure 22-a can be transferred into the simpler form of Figure 22-b.

The circuit constants of the system can be shown to be

C = o.612e (30)

N b - g (31)

2 2 2
C 2dLb b +a
v Y I 2 I(32)

b -a;
2

2 N Ck 2 e (33)
N C+C
a e v

where N is the turns ratio of the ideal trasformer, C is the mechanical
a v

compliance, a is Poissonts ratio, and the other terms are as before. The

value for the turns ratio of the ideal transformer is seen to be identical

with the equation for sensitivity derived in the preceding section, so that

the analysis is essentially equivalent to that derivation. Values of Ce, N,)

vk as a function of T = t/d for cylindrical tubes of barium titanate are

shown in Figures 23 through Figure 26.
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The fundamental resonant frequency of the radial mode of the cylindrical

tube is noticeably perturbed by elastic coupling to the length expander mode.

Thia coupling effect is particularly marked in the region of length to diameter

ratio of approximately 1.5. Figure 27 shows the relation between both the

radial and length resonance as a function of length to diameter ratio. Below the

critical point, the radial resonance frequency constant is about 53 kilocycle-

inches per second.

F. Calculation of Frequency Response

With use of an equivalent circuit similar to those shown in Figure 22 and

of a simplified stress function, Ehrlich (29) has derived a relation giving the

open circuit voltage sensitivity of a barium titanate cylinder as a function

of frequency. He includes electrical and mechanical losses as well as the
effect of radiation load and derives the equation:

S(f) - 2(3) 

Y(f) [+Rj,+ J(2,rfx

where S(f) = the open circuit voltage response,

a = the mean rP.ius of the cylinder,

L - length of cylinder,

Y = mutual admittance between the electrical and mechanical branches
of the equivalent curcuit,

Y(f) - total admittance of the cylinder,

R - mechanical resistance of cylinder,

=- mechanical load resistance,

a the frequency,

M = equivalent mass of cylinder, and

k = equivalent stiffness of cylinder.

The total admittance is given by;

Y(f) - 2Nfc tan a + jmR+IL [icf c - Yz (35)4k~

where C a capacitance of cylinder,

a = dielectric loss angle of the titanate,

zm  U mechanical impedance of cylinder, and

4L - mechanical load impedance.
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The following relationships can be shown to hold approximately:

C a 2va L (36)

Yem a 2xLdeffYt (37)

+ L .R+ L + (2wfM- ff)2 (38)
2

R+ RL 1.2 EL - 1.2pc(2%aL) (39)

k - 2ibL t  (4)

In the foregoing, the symbols have the following definitions:

p - density of the loading medium,

c - Sou.d velocity in the loading medium,
P- density of barium titanate,

Yt = Young's modulus for barium titanate,

def f = "effective" piezoelectric modulus,

e - dielectric constant for barium titanate, and

b - wall thickness of the cylinder.

The effective piezoelectric modulus depends on the ratio, I of the wall thickness

to diameter. It dan be considered as given by:

Although the foregoing method for calculating frequency response

is somewhat ccmplicated in application, it has the advantage of yielU1ng
fairly accurate results through frequencies that include the first radial

resonance and does include both electrical and mechanical losses in the

titanate. Moreover, in the process of calculation,: values are obtained for
the complex impedance of the vibrating element. The analysis was developedj

originally for application to sonar tmnsuaers where the acoustic load pc

is equal to the acoustic resistance (1.55 x 105) of water. In applications

to air blast ages where the acoustic resistance of the medium is small,

mounting losses can be expected to control, and the calculated values at
resonance are not expected to be accurate.
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The application of the design forma" of the precedin section can be
illustrated vith applications to a specific case. For the calculations, it

vill be assuaed that a ~ design is required that has a flat frequency

response frm I cps to 100 kps And that a transit time of not more then

15 microseconds for peak pressures of 10 psi is required. From these-require-

ments and the preceding design information, the dimensions of a suitable barium

titanate cylinder can be determ~ned. Acoustical and mechanical requirements

are contradictory and usually some compromise is necessary.

A. Des Calcuutions

The dimensions of the cylinder can be determined by the following procedure.
To begin vith, the transit time will determine the length of the cylinder and

is readily found from the Pankine-Hugoniot equation. The shock velocity is

seen to be about 1390 feet/second for a peak pressure of 10 psi. anee

1 - v - t = 1390 x 12 x z15 x 1 66 = 0.25 inch (431)

In order to obtain a flat frequency response to at least 100 kcps, the
radial reso ance will have to be somewhat higher, depending on the mecbanlca
9. The frequency constant for the radls mode, Figure 2T, is 53 kilocycle-

inches per second for short cyliiders; so, for a frequency of 120 keps, the

mean daeter of the cylinder '.s 0.4 inch. The wall thickness is s-am t

more arbitrary but ordinarily the highest sensitivity and capacitance is

desired, vhich means as thin a vall as possible. This ip often limited by
the static pressure requireament of calibration appxatus, practical aspects

of construction, or problems encountered in the vitrification of the bazim

titanate during manufacture. The latter limitation sets the i vall
thickness for a cylinder of this size at about 0.04 inch. Cylinders of
this wall thickess will withstand static pressure in exess of 50 pe.

A cylinder vhose outside diaeter is 0.50 inch and vhose wall thicknees

is 0.00 inch has a ratio of wall thickness to outside diaAwter of 0.08.

Figure 21 shows that the sensitivity, for a piezoelectric element of barium

titanate with 5% calcium titamate additive, is approximately 30 micro-

microcouloambs per psi per inch length per inch dimeter. If the cylinder
is 0.25 inch long, the charge sensitivity is 3600 x 1/14 x 1/2 - 450 micro-

microcouloabs per psi. For a barium titanate piezoelectric element, the
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piezoelectric coefficients are greater by a factor of about 1.35 (Wee Table 1);

so the sensitivity would be about 600 micrcmicrocoulmbs per psi. The ratio

of length to mean diameter is 0.25/0.460 - 0.54. From Figure 27, the frequency

constant is found to be 53 kilocycle-inches per second for the radial mode and

170 kilocycle-inches per second for the length mode, for barium titanate

elements. The 2di resonant frequency is 53/0.46 - 115 kcps and the length

resonant frequency is 170/0.46 = 370 kcps. The capacitance, from Figure 23

is approximately 0.013 microfarads for a cylinder one inch long, or approximatqly

0.003 microfarads for a cylinder 1/4 inch long.

The low-frequency cut-off is determined by the RC time constant of the

amplifier input circuit, where R is the combined leakage and load resistance

and C is the total capacitance, including that of the gage, connecting cable,

and the amplifier input. For the cylinder considered above, the response

will be down 3 db at 1 cps if the load resistance is 53 megobms, assuming that

the capacitance of the connecting cable is negligible and the leehk resistance

is very great.

The gage parameters are all more or less interrelated. For exawle, the

frequency response of the unit for the same transit time can only be increased

at the expepi~e of sensitivity, since the diamter would have to be decreased.

Similarly a shorter transit time means a shorter cylinder and hence some loss

in capacitance and charge sensitivity.

B. Mechnical Design and Fabrication

In the basic design, the cylinder is mounted on an insulated spindle and

isolated from it by means of a corprene spacer. Neoprene and corprene washers

further isolate the cylinder ends from the gage housing and the whole assembly

is covered with a 1/16-inch neoprene sheath that is bonded to the active face

of the cylinder and to the stainless steel housing as shown in Figure 28. A

remoable ogive nose is incorporated in one end of the gage while the other

end terminates in a standard coaxial connectorr- A removable retaining ring

serves as a mounting shoulder for use in the field as well as in the

calibration chamber. The finished gage has a diameter of 5/8-inch and a

length of 10 inches with the acoustic center of the sensitive element 3-1/2

inches forward of the retaining ring.
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A neoprene cayer protects the cylinder, eliminates water lneage,

and markedly reduces Pyroclectric effects (30) due to compressive heating

ofthe shock.

In Figure 29-a the various parts of the gage are arranged in an exploded

view. Figure 29-b shown the gage assembled and ready to be coated with

neoprene.

A novel method has been developed for pressure molding the neoprene

sheath at temperatures below the Curie point so that prepolarized cylinders

can be employed. A solvent evaporation techniqu is used based on multi~le

coats of a neoprene cement with a 24-hour drying time between costs. The

neoprene cemeat is approximately 20 percent solids# and a butyraldebyue

aniline accelerator it used. The gag is mounted in a turning rank as shown

in Figure 30 and four successive coatings of cement poured onto the turning

gage. At approximately 50 rpm the optlmu amount of cement is retained on

the e surface and evenly distributed during the solvent evapoatim period.

After-the final solvent evaoration perld, the ge is inserted in a mold

*(see Figure 31) and cured for 214 hours at approxdmatesly T30 . 'The result
is a stock shoving good aging, abrasion resistaneep and tear resistance

properties. It has a tensile strength of apr3Wtely 3 psi, dumter

hardness of 45, a density of 1.15 Sms per -c and a sound velocity of

approximately 1500 a per sec. The elongation at ruptur is IA the vicinity

of

'The finished wit is shown in Figure 32-a. The model shown in Figure 32-b
is electroacoustically sJmlar to that shown Ir Figure 32-a, but the housift

is sacueat longer and of a modified shape. It is intended for mounting in

an extension tube.

C. Design Variations
There are a number of variations of the basic design. Figure 33-a

shows a unit constructed with three burl=s titanate cylinders, spaced
4-1/2 inches apart. The center cylinder is mounted for measurement of

transient pressures and the leads from this cylinAer are brought out

separately. The other two cylinders, intended for velocity measurement,

have one comon lead grounded to the housing; the other two leads are
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FIGURE 29: ASSEMBLY OF THE BARIUM

TITANATE PENCIL GAGE.
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FIGURE 30: TURNING RACK FOR COATING THE

BARIUM TITANATE PENCIL GAGE.
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FIGURE 31: MOLD AND PRESS FOR CURING THE

BARIUM TITANATE PENCIL GAGE.
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(A)

(B)

FIGURE 32: CLOSE-UP VIEW OF COMPLETED

BARIUM TITANATE PENCIL GAGES.

(BRL PHOTOGRAPH) .
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brought out separately. The unit shown in Figure 33-b is a smler version

using cylinders with l/4-Itch O.D., 1/32-inch wall thickness, andeither a

1/4-Inch or 1/8-Inch length. Units of this type have been used for free-field

bl t pressure masurftents, anza, by mounting them in the wall surface, could

also be used to matue face-on pressures. There are, of course, a uamber of

other variations that can be designed using the procedures discussed above.

V. SUMAM OHARACTSTCS

In sumary the average characteristics of pressure gages of this design

are as follows:

A. DMyIcal Characteristics

In general, this transducer results in a rugged waterproof gage that is

capable of withstanding static pressures in excess of 500 psi and transient

pressures in ezeess of 1000 psi. The leakage resistances are well above 500

megohms even after imersion in water. Because of the mechanical isolation

of the barium titanate cylinder, the response of the blast pressure gage to

acceleration is less than 1 mv ler g. Since the open circuit voltage

sensit'vity to pressure is in the vicinity of 200 mv per psi response of

the unit to shock excited vibration is negligible in most instances.

B. Steady-State Response

Techniques for steady-state calibrations of transducers in air have not

yet been extended to frequencies as high as 100 keps. However, so long as the

transducer is stiffness controlled, calibrations in a liquid will correspond

to the values obtained in air, except for the problem of diffraction. Gages

of the- construction shown previously, using the 1/2-inch cylinder have been

calibrated in water using the techniques developed for sonar transducers.

Results are shown in Figure 34,, together vith calculated frequency responses

in both air and water using Equation (34). Agreement between measured values

and calculated values are good throughout most Of the spectrum, although

there is some difference at the high-frequency end. This is a result of

'loading by the neoprene coating, which introduces some losses and mass

loads the cylinder as well. The radial resonance of the gage is in the

vicinity of 95 kcps due to this mass loadiAg (as compared to 120 kcps of

'+ the unloaded cylinder). This effect can be eliminated by using a cylinder 4
having a thickar wall, but at the expense of sensitivity and capacitance.
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(A)

(B)

FIGURE 33: DESIGN VARIATIONS OF THE

BARIUM TITANATE PENCIL GAGE.

(BRL PHOTOGRAPH)
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Figure 35 is a plot of the equivalent series resistance and reactance

as a function of frequency. The characteristic excursion in the vicinity

of 95 kcps is indicative of mechanical resonance. Figure 36 is a resonance-

antiresonance curve of a cylinder before and after mounting. On the basis

of these steady-state results some "ringing" at the resonant frequency can

be expected in the response of the gage to a transient.

C. Transient Response

A typical pressure gage response is shwon in Figure 37. It was taken

from an 8-pound charge of Pentolite. It shows the characteristic abrupt

rise to peak pressure (in this case about 5 psi) followed by an exponential

tail-off. Gages of this type not only reproduce peak pressures but also give

a value for the initial slope for the decay curve that is within a few per

cent of theoretical. The small variations near the peak of the trace

correspond to the resonant ringing mentioned above.

D. Temperature Effects

Titanates used in most of the air blast gages fabricated during these

studies used 5% calcium titanate additive. The dependence of sensitivity

on temperature has been calculated from values of the piezoelectric constants

measured at different temperatures. The calculated variation of sensitivity

with temperature is compared with field data (31) in Figure 38. In using

gages of this type over a wide temperature range, the curves of Figure 38

can be used to correct for the temperature effect.

Piezoelectric ceramic materials exist with less temperature dependence.

These are being investigated by the Ballistic Research Iaboratories. and will

be the subject of a separate report.

VI. CONCWUSIONS AND RHCC DATIONS

In cohclusion, it has been demonstrated that proper consideration
of both aerodynamic and electroacoustic factors in air blast pressure
measurements is important in gage design and development. Barium titanate

cylinders properly mounted in pencil-shaped streamlined housings result in

air blast gages capable of accurate reproduction of free-field shock-wyve
pressures. There are, however, a number of investigations remaining to be
done that will lead to better understanding of the measurement problem and
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to gages of .ti l better characteristics.

F*m the aerodynamic standpoint, further work needs to be done with

p4e in shock tubes at higher peak pressures and at various angles of

incidence. In particular, the apparent negligible change in velocity of

a shock traveling acroas pillbox housings seems inconsistent with response.

errors obeerved in the field. Concurrent field investigations of the angle

of incidence should prove helpful.

If correlated with the aerodynamic studies, a more careful delineation

of the electroacoustical characteristics of the gages being used would probably

eliminate much of the unexplained phenomena of past measurements. Application

of soie of the never titanate mixtures could substantially reduce temperature

coefficients of sensitivity. For the practical aerodynamicist a series of charts

and nomographs correlating aerodynamic and electroscoustic properties would be

helpful.

One important area in the realm of air Uast measurements not treated in

this report is the prohlem of calibration. At thp present time no method

exists suitable for the absolute calibration of air blast gages. The three

or four methods presently used are not consistent and rest on questionable

foundations. There is a need for the establishment of reciprocity techniques

to cover frequency ranges up to 100 kcps. In this connection the establishment

of an Air Blast Measuregent Reference Taboratory would be a major contribution.
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